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SUMMARY  PAGE 


THE  PROBLEM 

To  describe  and  demonstrate  a  method  of  microphone  calibra¬ 
tion  which  can  be  used  under  high  ambient  pressures  and  various 
gas  mixtures. 

FINDINGS 

It  has  been  shown  that  the  reciprocity  calibration  procedure  is 
applicable  in  high  pressure  environments  when  the  gas  mixture 
and  depth  are  known.  Application  of  the  reciprocity  principle 
using  a  piezoelectric  microphone  demonstrated  that  as  pressure 
increased,  the  sensitivify  of  the  microphone  decreased.  The 
change  in  sensitivity  was  frequency  dependent.  Between  the  fre¬ 
quencies  of  3  to  8  kHz,  the  microphone  was  essentially  stable  in 
sensitivity  from  300  to  600  feet. 

APPLICATION 

This  calibration  procedure  is  now  being  implemented  to  obtain 
the  sensitivity  of  microphones  under  various  pressures  and  gas 
mixtures.  In  addition,  earphones  may  now  be  calibrated  in  hyper¬ 
baric  environments,  thus  allowing  for  basic  evaluation  of  the  hear¬ 
ing  mechanism  while  pressurized. 
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ABSTRACT 


The  purpose  of  this  study  was  to  demonstrate  a  technique  for 
primary  calibration  of  microphones  under  high  ambient  pressures 
and  various  gas  mixtures.  The  reciprocity  calibration  technique 
was  chosen  for  calibrating  a  piezoelectric  microphone  to  600  feet 
in  a  helium-gas  mixture.  Corrections  for  gas  mixture  and  depth 
changes  were  applied  to  the  basic  reciprocity  formula.  Using  the 
reciprocity  calibration  technique  with  a  piezoelectric  microphone, 
it  was  found  that  sensitivity  decreased  at  frequencies  below  2000 
Hertz  as  pressure  increased.  At  the  pressures  encountered  from 
300-600  feet,  the  sensitivity  of  the  microphone  was  stable  from 
3000  to  8000  Hertz.  Between  the  surface  and  600  feet  depths, 
there  was  approximately  a  15  to  18  dB  loss  in  sensitivity. 
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RECIPROCITY  CALIBRATION  OF  MICROPHONES  UNDER 
HIGH  AMBIENT  PRESSURES 


INTRODUCTION 

Recent  interest  in  the  problem  of 
high  pressure  experimentation  and 
habitation  has  produced  a  need  for  the 
design  and  analysis  of  systems  specific 
to  the  underwater  milieu.  One  such 
need  is  the  accurate  calibration  of  sys¬ 
tems  used  for  measuring  psycho  acoustic 
and  physioacoustic  responses .  The 
specific  problem  with  which  this  study 
deals  is  that  of  microphone  calibration 
preliminary  to  the  conduct  of  psycho - 
acoustic  experimentation  in  hearing  and 
speech  under  high  ambient  pressures. 

A  number  of  methods  are  available 
for  obtaining  absolute  calibrations  of  a 
microphone.  Probably  one  of  the  most 
useful  developments  for  the  laboratory 
worker  is  that  reported  by  DiMattia  and 
Wiener^ .  They  describe  a  technique  for 
obtaining  absolute  pressure  calibration 
of  a  Western  Electric  Type  640-AA 
microphone  by  a  reciprocity  method. 

The  advantages ,  as  pointed  out  by  the 
investigators  are  that;  (1)  it  provides 
a  primary  means  of  calibrating  for 
which  no  acoustic  standards  are  re¬ 
quired,  (2)  it  is  applicable  over  a  wide 
range  of  frequencies,  and  (3)  the  re¬ 
quired  measurements  are  easily  ob¬ 
tained.  The  National  Bureau  of 
Standards,  as  well  as  other  organiza¬ 
tions  who  set  standards  for  acoustic 
equipment,  approve  of  the  basic  tech¬ 
nique  as  presented  by  DiMattia  and 
Wiener.  Most  recently  this  technique 
has  been  recommended  by  the  Inter¬ 
national  Electrotechnical  Commission 
(affiliated  to  the  International  Organiza¬ 


tion  for  Standardization  -  ISO) ,  as  a 
precision  method  for  pressure  cal¬ 
ibration  of  one-inch  standard  con¬ 
denser  microphones.^  In  1955, 

White  demonstrated  the  use  of  this 
technique  with  a  Western  Electric 
640-AA  condenser  microphone"^.  This 
paper  describes  further  application  of 
the  reciprocity  technique,  including  its 
use  in  helium-rich  atmospheres,  and 
presents  data  obtained  in  the  calibra¬ 
tion  of  a  piezoelectric  microphone  to  a 
simulated  depth  of  600  feet  of  sea  water 
(19ATA). 

EQUIPMENT  AND  PROCEDURE 

Adaptation  of  Standard  Reciprocity 
Calibration  Technique 

The  basic  formula  for  calculating  the 
sensitivity  of  a  microphone  according  to 
the  reciprocity  technique^  is  shown  in 
the  upper  portion  of  Figure  1.  The 
diagrams  beneath  the  formula  show 
what  measures  are  needed  and  how  they 
are  obtained.  When  a  sinusodial  cur¬ 
rent  ([q)  is  applied  to  a  transducer , 
shown  in  Figure  1  as  the  piezoelectric 
ring  (P-E  ring),  the  acoustic  output  for 
calibration  purposes  is  a  pure  tone.  In 
the  presence  of  this  pure  tone,  the  volt¬ 
age  output  (Ej.p)  of  a  reciprocity-type 
microphone  (R)*  and  the  output  (Efp)  of 
the  microphone  under  test  (X)  are 


*A  reciprocity-type  microphone  is  a  transducer  which 
will  emit  sound  when'  electrically  energized  and  pro¬ 
duce  an  electrical  output  when  acoustically 
stimulated. 
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Fig.  1.  Basic  formula  for  calculating  microphone 

saniiilkity.  Diagram  shows  what  measures  are 
needed  to  calculate  microphone  sensitivity 
using  the  reciprocity  fhethod. 

obtained.  Next,  (R)  is  placed  in  the 
exact  location  of  the  first  source  of 
sound  and  energized  to  produce  a  second 
sound  stimulus.  At  this  time,  both 
the  current  input  (It) ,  which  is  ener¬ 
gizing  (R)  and  the  output  (E^t)  of  (X) 
are  measured.  In  each  case,  the 
distance  between  the  acoustic  trans¬ 
ducer  and  receiver  is  constant. 

The  four  measurements ,  Ej.p, 

Etp,  and  It  are  then  used  in  the  re¬ 
ciprocity  formula  along  with  several 
other  values  which  remain  constant 
under  laboratory  test  conditions  of 
standard  temperature  and  pressure. 
These  constants  are  the  distance  (d) 
between  the  sound  source  and  the 


various  microphones ,  the  wavelength 
(X)  of  the  frequency  of  the  stimulus,  the 
density  (P)  of  and  velocity  (C)  of  sound 
within  the  gas  medium  between  the 
acoustic  transmitter  and  receiver. 

When  the  appropriate  figures  are  ap¬ 
plied,  the  formula  yields  the  absolute 
sensitivity  of  the  test  microphone  for 
the  frequency  of  interest.  This  sensi¬ 
tivity  is  commonly  expressed  as  that 
voltage  in  dB  below  one  volt  which  is 
produced  by  the  microphone  when  it  is 
exposed  to  1  microbar  (ubar)  of  acous¬ 
tic  stimulation.  In  order  to  obtain  the 
sensitivity  in  terms  of  the  frequency 
response  of  a  microphone,  the  above 
calculation  is  repeated  across  a  number 
of  frequencies . 

Figures  2,3,  and  4  show  the  math¬ 
ematical  derivations  which  relate  the 
basic  formula  for  microphone  sensi¬ 
tivities  to  the  formula  used  to  obtain 
microphone  calibrations  under  mixed 
gas  and  high  ambient  pressure  condi¬ 
tions.  Equation  1  in  Figure  2  is  used 
to  determine  the  sensitivity  of  micro¬ 
phones  according  to  the  standard  re¬ 
ciprocity  technique  By  substituting 
terms  in  Equation  2,  we  obtain  Equation 
3 ,  the  working  formula  used  for  re¬ 
ciprocity  calibration.  At  this  point,  it 
is  necessary  to  obtain  the  current  (1^.), 
which  is  the  current  applied  to  a  re¬ 
versible  microphone  when  that  micro¬ 
phone  is  being  used  as  the  sound  source. 
Equation  4  can  be  used  to  estimate  this 
current^  where  a  known  capacitance 
(Cg)  is  applied  to  a  voltage  (Vg).  The 
resulting  equation.  Number  5,  in  Figure 
2 ,  is  then  obtained  for  determining 
microphone  sensitivity. 

The  several  formulae  in  Figure  3 

show  how  the  large  variations  in 


2 


hyperbaric  conditions  under  study  in  the 
present  experiment  were  accounted  for. 

If  the  volume  of  the  closed-coupler  cav¬ 
ity  (Vcc)*>  the  ratio  of  specific  heats  for 
the  gas  mixture  within  the  cavity  (7),  and 
the  correct  capacitance  to  estimate  cur¬ 
rent  (Cg)  are  all  constants  for  a  particu¬ 
lar  depth,  Equation  6  can  be  rewritten  to 
include  the  combined  constant  (q).  In 
Formula  (7)  the  ambient  pressure  (Pq) 
equals  the  number  of  atmospheric  pres¬ 
sures  (AT A)  multiplied  by  dynes/cm^ 
for  one  (normal)  atmospheric  pressure. 
Note  that  dynes/cm^  for  1  AT  A  is  a 
constant  which  can  be  combined  with  the 
constant  (q)  to  yield  a  more  convenient 
constant  (k).  We  now  see  that  Equation 
6  can  be  rewritten  as  Equation  9  which 
contains  the  reciprocal  of  ambient  pres¬ 
sure  in  ATA  multiplied  by  the  single 
constant  (k).  In  Figure  4,  we  see  this 
constant  (k)  in  Equation  10.  Equation  11 
is  now  obtained  using  the  "READ"values 
from  the  General  Radio  calibrating  sys¬ 
tem^.  The  ''READ"  values  provide  the 
four  voltages  needed  to  calculate  Equa¬ 
tion  10  in  Figure  4.  The  measurements 
can  be  taken  from  a  sound  level  meter 
when  the  calibrator  unit  is  set  to  make 
the  appropriate  "READ"  settings.  Read¬ 
ings  are  taken  on  a  sound  level  meter 
and  converted  to  a  voltage  if  the  inter¬ 
nal  calibration  of  the  sound  pressure 
level  meter  is  known.  Using  the  volt¬ 
ages  from  the  sound  level  meter,  Equa¬ 
tion  11  is  obtained;  this  equation  was 
used  in  the  present  study  to  reciprocity 
calibrate  a  microphone  during  the  as¬ 
cent  stage  of  a  dive  to  19  ATA.  For  the 
descending  runs,  anadditional  correction 
to  the  constant  (k)  was  required  due  to  a 
change  in  gas  mixture  at  each  depth  stop. 
The  specific  characterwhich  changed  to  a 
(7). the  ratio  of  specific  heats  for  the 
gas  mixture. 

*Cavity  which  couples  the  standard  and  test  micro¬ 
phones  as  shown  in  Figure  5. 
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Fig.  2.  Equations  used  to  obtain  the  working  formula 
for  reciprocity  calibration  of  a  microphone. 


Vcc,  T”  ond  Cs  do  not  chonge  with  pressure  change 
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Po  No.  of  ATA  times  dyne/cm^  for  1  ATA 
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Po  ”  5xdyne/cm^  for  1  ATA 


(8)  Ifwelet  K='i  _ _ ! -  , 

( dynes /cm^  for  I  ATA) 
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(9)  Vcc  =  K 


TCsfe  (ATA) 


for  different  conditions  of  ambient  pressure. 


Fig^  3.  Equations  used  to  obtain  the  constants  for 
different  ambient  pressures  in  order  to  use 
the  reciprocity  technique. 
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if  .001  Volt  input  to  S-L  Meter  sfiows  76  dB 
and  if  “  READ  1"  =  72.2  dB 
then,  76-72.2  =  3  8 

and  Vx'  -  .001  Volts  -  3.8  dB  »  .00064  Volts. 
Other  Voltoges  sifnilorily  determined. 
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FORMULA  USED 
IN  PRESENT 
CALIBRATIONS 


Fig.  4.  Reciprocity  calibration  equation  and  its 
equivalent  using  the  General  Radio 
Reciprocity  Calibrator  Unit. 

Figure  5  is  a  schematic  diagram  of 
the  equipment  used  to  implement  the  re¬ 
ciprocity  calibration  technique  under 
high  ambient  pressure.  A  General 
Radio  Microphone  Reciprocity  Cali¬ 
brator  (Type  115  9-B)  was  located  out¬ 
side  of  the  hyperbaric  chamber;  the 
acoustic  cavity  containing  the  reciproc¬ 
ity  microphone  and  piezoelectric  ring 
was  removed  from  the  calibrator  unit 
and  installed  in  the  chamber.  The  cali¬ 
brator  unit  served  as  a  switch  to  select 
the  proper  points  for  making  voltage 
readings  and  to  energize  the  trans¬ 
ducers  within  the  cavity.  A  General 
Radio  Beat  Frequency  Audio  Generator 
(Type  1034-B)  fed  the  calibrator  unit 
and  a  General  Radio  Sound  Level  Meter 
(Type  1551-B)  was  used  to  obtain  the 
voltage  readings  when  the  calibrator's 
switch  was  set  to  the  various  "READ" 
settings. 


PIEZO- 

ELECTRie 

RIMQ 


Fig.  5.  Schematic  diagram  of  the  equipment  used 

inside  and  outside  of  the  hyperbaric  chamber 
to  perform  reciprocity  calibrations.  The 
pressures  inside  and  outside  of  the  calibration 
cavity  are  equivalent. 

For  the  descent  run,  the  chamber 
was  pressurized  to  14  feet  with  air; 
pressurization  for  the  remainder  of  the 
dive  was  accomplished  using  pure  helium 
until  a  depth  equivalent  to  600  feet  of 
sea  water  was  reached.  Stops  were 
made  at  100,  200,  300, 400,  and  500  feet 
in  order  to  obtain  a  set  of  voltage  read¬ 
ings  at  each  depth.  Similar  stops  were 
made  during  the  ascent  run.  Thus,  while 
the  gas  mixtures  varied  at  each  stop 
during  descent,  they  remained  constant 
during  ascent.  The  microphone  under 
test  was  a  piezoelectric  microphone 
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(General  Radio  1560  P-5) .  This  micro-  the  ordinate  describes  naicrophone  sen- 
phone  was  selected  as  one  type  of  sitivity  as  voltage  output  in  dB  below  one 

microphone  which  should  be  minimally  volt  for  an  acoustic  stimulation  of  one 
affected  by  large  changes  in  ambient  microbar.  The  parameters  are  depths 
pressure.  In  order  to  obtain  the  in  feet  submersion  into  sea  water  re¬ 

microphone  sensitivity  from  the  volt-  quired  to  produce  a  particular  ambient 
age  readings,  a  Wang  Electronic  Com-  pressure, 
puter  Model  37  0  was  programmed  to 

perform  the  necessary  calculations.  The  results  show  that  the  overall 

These  readings  were  the  needed  volt-  sensitivity  of  the  microphone  tested  in 
ages,  obtained  from  the  four  switch  this  study  consistently  decreased  at  fre- 

settings  for  "READ”  selections  on  the  quencies  of  2000  Hertz  and  below  as  the 

reciprocity  calibration  unit.  ambient  pressure  within  the  chamber 

increased.  This  consistent  loss  in  sen- 
RESULTS  AND  DISCUSSIONS  sitivity  existed  at  frequencies  up  to  8000 

Hz  for  depths  between  surface  and  300 
Figure  6  graphically  presents  the  re-  feet.  At  pressures  encountered  from 
suits  when  pressure  increased  from  0  to  300  to  600  feet,  the  sensitivity  of  this 
600  feet.  The  abscissa  is  frequency  and  microphone  was  stable  within  the  range 


P-5  MIKE  (2154) 


100  250  500  1000  2000  4000  8000 

FREQUENCY  IN  HERTZ 


Fig.  6.  Microphone  sensitivity  as  determined  by  the  reciprocity  technique,  for  the  P-5  microphone  at  the 

surface  and  six  depths  to  600  feet  during  descent. 
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of  3  to  8  kHz.  This  result  is  in  agree¬ 
ment  with  White's  results  obtained 
with  a  condenser  microphone  . 

Figure  7  presents  data  for  the  as¬ 
cending  run  from  600  feet  to  the  surface. 
Changes  in  sensitivity  at  the  lower  fre¬ 
quencies  are  quite  similar  to  those 
found  during  descent,  i.e, ,  as  ambient 
pressure  decreased  sensitivity  in¬ 
creased.  On  the  other  hand,  sensitivity 
at  the  higher  frequencies  did  not  change 
noticeably.  Note  also  that  the  sensitiv¬ 
ity  across  all  frequencies  was  about 
5  dB  less  at  the  end  of  the  dive  than  it 
was  prior  to  compression.  However, 


after  a  period  of  seventeen  (17)  hours, 
the  sensitivity  returned  to  approximately 
what  it  had  been  prior  to  the  experiment. 
This  indicates  that  recovery  at  first  is 
only  partial,  and  that  complete  recovery 
to  the  normal  pre-pressurized  levels 
probably  takes  on  the  order  of  hours , 

SUMMARY 

This  paper  reports  the  procedure  and 
the  results  of  a  reciprocity  calibration 
of  a  microphone  under  conditions  where¬ 
in  ambient  pressure  was  varied  between 
one  and  nineteen  times  normal  atmos¬ 
pheric  pressure. 


Fig.  7.  Microphone  sensitivity  at  six  depths  and  at  the  surface  during  ascent. 
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